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[-----------------------------------------------Calibration---------------------------------------------][---------------------------Sample Analysis-----------------------] 

Date/Time Analyst’s 
initials 

*pH 7 
Buffer 

*pH 4 
Buffer 

*pH 10 
Buffer 
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COLL.  ANAL. 
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*  Must check at least the pH 7 buffer and one other buffer bracketing the range of the expected sample concentration.  To cover the entire range, check all  
three buffers. 

** Samples must be analyzed within 15 minutes of collection 


